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Read the total number of samples converted. This command is used when sampling has
been forced to stop (see WRITING CONTROL REGISTERS). Returns the TOTAL
number of samples converted:

TOTAL samples converted = NOC * samples

therefore if 1000 samples have been taken and Number Of Channels = 6 then the total
samples converted is 6000.

TOTAL samples converted = 65536 * (UPPER WORD) + LOWER WORD

0 NOTE

TOTAL samples converted can be greater than (record
length * NOC) if no stop - trigger was received and the
samples converted are greater than the record length.
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